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Figure S3
: Stability of biosensor response in transit. Glucose (red) and lactate (green) biosensor calibration traces recorded in transit over 3 hours while the analysis system was transported from home (because recording started at 5:30 am) to the abattoir. Means of transport employed here include: walking, train, underground and taxi. The four following concentration steps were generated repeatedly at 2 µl/min using the portable calibration system: 0, 1.67, 3.33 and 5 mM for glucose and 5, 3.33, 1.67 and 0 mM for lactate. Data is shown for 12 consecutive calibration cycles, demonstrating the great reproducibility of calibration in transit for a given biosensor. The currents were recorded online with a 10 Hz sampling rate and smoothed with a Savitzky-Golay 101-point filter. 
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In the first couple of calibration cycles, the noise in the underlying glucose signal is slightly attenuated at the higher level due to slight clipping of the digital-to-analog converter.
Figure S4
: Variability of current response between different biosensors. Calibration curves for six glucose (red) and six lactate (green) biosensors recorded in transit using the wireless analysis system. The four concentration steps (0, 0.33, 0.67 and 1 mM) were generated at 2 µl/min using the portable calibration system. Markers and error bars represent mean and sd of 1-minute measurements. The data was fitted either with a straight line or with Michaelis-Menten equation. The variability between biosensors is due to the inherent variability in the thickness of the polyurethane layer, which is manually dip-coated onto the biosensors. The microfluidic chip was connected to the outlet of the microdialysis probe using a 50 cm tubing extension, reproducing the kidney monitoring setup. The beaker temperature was varied by placing it in and out of ice water, indicated at the top of the graph. The vertical arrow points out a time where the ice surrounding the beaker was changed for fresh ice as it had started to melt. The temperature in the microfluidic chip remains constant throughout despite the change at the microdialysis probe. 
